Nasopharyngeal Swab Test Procedure

1. Twist off Reagent Tube
2. Reagent Solution x3
3. Look closely! This is a positive result. Even if you see a very faint pink Test Line and a blue Control Line, you must report the result as POSITIVE.

A positive result does not rule out co-infections with other pathogens.

Procedure Card

Results

+  -  B
Nasopharyngeal Aspirate/Wash Test Procedure

Results

1180301  (07/17)
Consult Instructions for Use
Quidel Corporation
San Diego, CA 92121 USA
quidel.com

Look closely! This is a positive result. Even if you see a very faint, pink Test Line and a blue Control Line, you must report the result as POSITIVE.

A positive result does not rule out co-infections with other pathogens.